
Centrifuge cells and
remove supernatant.
Blot plate to remove
excess liquid.

Resuspend pellet in 90μl
of Cell Resuspension
Solution. Add 120μl of Cell
Lysis Solution and lyse cells. 
Neutralize lysate with 120μl
Cell Neutralization Solution.
Add 25μl MagneSil® BLUE 
and mix on shaker.

Transfer the Collection
Plate for Binding to the
shaker and add an
additional 25μl of
MagneSil® RED to each
well. Add a second 120μl
of cleared lysate to each
well. Mix. 

Replace plate on 
MagnaBot® 96 Magnetic
Separation Device and
allow pellets to form.
Discard the liquid.

Add 100μl of 80% ethanol
to each well, mix on shaker,
and replace to the 
MagnaBot® 96 Magnetic 
Separation Device. Allow 
pellets to form. Discard 
the liquid. Repeat two 
times. Air dry pellets at 
least10 minutes.

Add 100μl Elution Buffer,
mix and place plate onto
the MagnaBot® 96 Magnetic
Separation Device, and  
allow pellets to form.  
Transfer eluate to a new 
Collection Plate.

To remove any residual
particles, transfer the
plate containing the
eluate to a MagnaBot®
96 Magnetic Separation
Device, and allow pellets
to form. Transfer the 
second eluate to a final
Collection Plate.

To clear the lysate
containing the MagneSil® 
BLUE, transfer 300μl to a 
Collection Plate placed 
on a MagnaBot® 96
Magnetic Separation
Device and allow pellets
to form.

Add 25μl MagneSil® RED  
to a new Collection Plate
(for binding). Transfer
120μl of the cleared
lysate to the Collection
Plate for binding and mix
on shaker.

Transfer the Collection
Plate for Binding to a 
MagnaBot® 96 Magnetic
Separation Device, and
allow pellets to form.
Discard the liquid
from each well.

Continued
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